[Calculation of the parameters for teleradiotherapy procedures on the Iskra-226 computer].
The mentioned computes calculates parameters for treatment sessions of the following types of gamma teletherapy: multizonal rotation irradiation with open fields, multizonal static irradiation with open fields and with the use of protective units in case of using AGAT and ROKUS-M apparatus. The employment of computer programs makes it possible to cut down (on the average from 20 to 2 min) the time consumed for calculation of parameters of irradiation for each patient, to avoid casual errors made in calculations by hand and to simplify drawing up of documents.